Introduction
In recent years, there has been much interest focused on the influence of nanotopography on cells because this surface feature is in the range of their sensing apparatus. A variety of nanotopographies have now been shown to provide cues that affect gene expression and influence cell destiny and activity. 1 This remarkable ability to influence cells also extends to bacteria. 2 It is generally accepted that topographies in the micrometric range promote bacterial adhesion and growth 3 and that nanoscale features significantly reduce bacterial attachment and proliferation. [4] [5] [6] [7] [8] This, however, does not apply universally, and divergent reports call for additional studies to better understand which, and how, nanofeatures can be exploited to prevent colonization of surfaces by microorganisms. 9, 10 We have been exploiting simple chemical treatments with bicomponent mixtures of acids and oxidants to modify, on the nanoscale, the surface of medically relevant metals. [11] [12] [13] In particular, treatment of titanium with a mixture of H 2 SO 4 /H 2 O 2 generates a mesoporous surface that is capable of guiding stem cells and selectively modulating
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Variola et al cellular events. 11, 12, 14 While very promising for regenerative medicine, the ability of such surfaces to control pathogenic microorganisms remains to be evaluated. In this study, we therefore examined the influence of oxidative nanopatterning on common microbial pathogens.
The antimicrobial effects of nanotopography likely result from the synergistic activity of physical and chemical parameters. For example, it is believed that crystallinity of the surface oxide layer of titanium has an impact on bacterial attachment. 15 We therefore applied high-resolution transmission electron microscopy (TEM) to characterize the thickness, crystallinity, and pore organization of the surface oxide layer resulting from oxidative nanopatterning. This information is fundamental for understanding the interaction of mesoporous surfaces with microorganisms, and eventually, for the ability to rationally design improved surface treatments. We also investigated the adhesion onto the mesoporous surfaces, of two strains of bacteria (ie, Staphylococcus aureus and Escherichia coli) and one yeast (Candida albicans) that are responsible for a large proportion of nosocomial infections in hospitals and biomedical applications. 16 Our results show that the noncrystalline mesoporous surface layer generated by oxidative nanopatterning hampers the adhesion and/or retention of bacteria. It can also affect the integrity and invasive potential of C. albicans. Together with previous findings, they highlight the potential of simple oxidative chemical treatments for generating medically relevant nanostructured surfaces that compare well with those created by more complex methods.
Materials and methods
Commercial grade 2 titanium samples (Titanium Industries, Inc., Rockaway, NJ, USA) were treated for 2 hours with a 50:50 mixture of H 2 SO 4 (37N)/H 2 O 2 (30%) to generate mesoporous surfaces. Consistent with a previous report, 13 scanning electron microscopy (SEM) (JEOL JSM-7400F; JEOL Ltd, Tokyo, Japan) imaging revealed that surfaces were characterized by a network of nanosized pits, with a diameter of about 20 nm ( Figure 1) ; these contributed to their greater wettability (as compared with the naturally occurring passive titanium dioxide), 17 a property that depends on surface charge and chemistry as well as topography. 18, 19 While some surface characterization has previously been carried out on bulk samples, 11, 13, 17 we applied high-resolution TEM techniques to examine cross-sectional profiles and thereby achieve more precise physicochemical description of surfaces. Ultrathin cross sections of the treated titanium surface were prepared using a JEOL JIB 4000 focused ion beam (FIB) system. The sections were then imaged with a JEOL JEM 2800 TEM outfitted with a high-sensitivity JEOL Centurio wide-angle energy-dispersive X-ray spectroscopy (EDS) detector. Highangle annular dark field (HAADF) scanning transmission electron microscopy (STEM) and nanobeam electron diffraction (NBD) were used to determine the crystallographic nature of the mesoporous surface layer.
SEM was used to investigate bacteria morphology and surface density on smooth and mesoporous surfaces. Experiments were repeated in triplicate, with at least three samples per condition. For E. coli and C. albicans, differences in surface density were evident from images (see "Results"); however, in the case of S. aureus, quantitative analysis was necessary to present indisputable evidence of variations in bacteria adherence. In this case, to ensure statistical significance as well as to offset experimental and sampleto-sample variability, bacterial cultures on multiple control and treated samples were carried out in three different sessions, for a total of four samples/condition (smooth versus mesoporous)/session. Images, at 2,000×, were taken in nine randomly selected positions across the sample surface. This approach was consistently applied to the total of 12 samples/ condition, thereby obtaining 108 images/condition. Images were successively processed by analySIS ® software (Soft Imaging System GmbH, Münster, Germany) to determine the number of bacteria per micrograph. Bacteria surface density was calculated by first creating four different classes (ie, 0, 1-25, 26-100, and .100 bacteria per image) and then, by determining the percentage of SEM images that fall within each numerical category.
For experiments with E. coli, the untreated half of the disk was covered with a protective dental paraffin layer. After 
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Oxidative nanopatterning of titanium treatment in the etching solution, the disk was washed with water, then, paraffin was removed from the protected half with toluene, and lastly, it was rinsed with deionized water, as previously described. 
Results and discussion
Contamination of surfaces, fomites, and medical instruments, such as endoscopic and dialysis devices, by opportunistic pathogens is the main culprit for hospital-acquired infections. The costs in human lives, extended hospital stay, and antibiotic therapies add considerable burden on health care. 20, 21 The problem extends to implantable materials, where infection can jeopardize the success of prosthetic devices. For instance, in orthopedics, infection is responsible for the septic failure of almost 5% of implants, requiring their replacement. 7 While rigorous cleaning, disinfection, and sterilization protocols will always be necessary, the search is still on for materials that will inherently discourage the spread of microorganisms.
In this study, we applied a simple chemical treatment to create a mesoporous surface layer on titanium. 12, 13, 17 We further characterized its structure and atomic order and examined its influence on the adhesion of two bacterial and one yeast strain that are common in medical settings. The resulting mesoporosity had an impact on bacterial adhesion and/or retention as well as on the expression of structural features related to the pathogenic capacity of C. albicans.
As previously reported, [11] [12] [13] 17 treatment of titanium with a mixture of H 2 SO 4 /H 2 O 2 generates a predictable mesoporous titania surface layer comprised of a network of nanopores (Figure 1) . Pore structure and diameter (20-25 nm in diameter) and surface roughness (RMS ∼17 nm) were previously determined by SEM and atomic force microscopy (AFM). 13 To extend these previous surface analyses, we used FIB to prepare ultrathin sections in cross-sectional profile for TEM characterization of the depth and nature of the mesoporous layer. The network of nanopores extended 40-50 nm from the surface (Figure 2A ), and as revealed by EDS maps of the spatial distribution of oxygen ( Figure 2B ) and titanium ( Figure 2C) , it occupied the full thickness of the oxide layer. This finding validates previous results obtained indirectly by coupling Fourier transform infrared (FT-IR) spectroscopy and ellipsometric measurements. 22 To delineate the metal-oxide interface and determine the atomic order of the surface oxide layer, we applied a combination of TEM approaches. In reliable cross-sectional profiles, nanobeam electron diffraction (NBED) detected a crystalline lattice in the bulk titanium but not in the titania layer (Figure 3) .
Initial qualitative studies showed less binding of S. aureus on the mesoporous surfaces as compared with polished controls, but variability in the difference precluded a definitive interpretation ( Figure 4A and B) . Quantitative analysis of the binding was therefore carried out in repeat experiments. Figure 4C shows the surface density distribution of S. aureus on the treated and control samples. The majority (71%) of the SEM images taken on mesoporous surfaces showed fewer than 25 bacteria, and 11% of them showed no bacteria at all. Only 5% of images contained more than 100. For the control samples, the percentage of images with fewer than 25 bacteria was 26%, and 58% of the regions examined were colonized by more than 100 bacteria. These quantitative results confirm the visual observations and indicate that mesoporous surfaces generated a physicochemical environment that was hostile to binding and/or retention of S. aureus.
The side-by-side bacterial culture approach we used has the advantage of eliminating potential experimental inconsistencies and variations between samples and thus provides direct comparison. SEM imaging of E. coli deposited on sideby-side smooth/mesoporous surfaces displayed a visually and readily evident reduction in adhesion on the treated half of the titanium disks that did not require further quantitative evaluation for validation ( Figure 5) . A comparative study of bacterial binding and retention revealed the presence of type 1 fimbriae on bacteria cultured on smooth gold, while those on nanoporous gold did not develop this adhesive organelle. 23 The absence of this organelle suggests weaker adhesion onto the nanostructured surface and correlated with activation of cpxP (periplasmic adaptor protein) and degP (serine endoprotease) genes implicated in the bacterial envelope stress response and upregulation of fimbrial recombinase FimE. 23 Clearly, nanotopography can change the "normal" behavior of bacteria.
Quantitative experiments with C. albicans were more complex to interpret because of the filamentous nature of this microorganism. C. albicans distinctively produces hyphae when it germinates. These branching filamentous structures are implicated in its capacity to invade tissues. 24 SEM overall showed fewer long filaments on the mesoporous surface ( Figure 6 ). In addition, the overall structural integrity of the microorganism appeared affected, exhibiting a crenated morphology compared with controls. Although qualitative, these results suggest that the physicochemical environment of the mesoporous surface created by the oxidative treatment may affect the integrity and invasive potential of C. albicans. Taken together, data from bacteria and yeast studies suggest that microorganisms possess a fine sensing capacity that can respond to nanoscale features and changes in the overall physicochemical environment.
The mechanisms by which the surface mesoporosity created by oxidative treatment with H 2 SO 4 /H 2 O 2 achieves 
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Oxidative nanopatterning of titanium antimicrobial effects remain to be determined. Although the anatase crystalline form of titanium oxide was shown to significantly reduce bacterial adhesion, 15, 25 it does not appear to have been a predominant factor in this study, since our mesoporous layer was amorphous and likewise, exhibited antimicrobial activity. It should be considered that the anodization methods used to create crystalline anatase may also generate nanostructures with antibacterial properties. 6, 7 Mesoporous amorphous oxide can be converted into a crystalline layer by thermal annealing, while preserving nanotopography. 26 It will thus be interesting to determine whether the described antimicrobial capacity could be enhanced by rendering the mesoporous surface crystalline.
The effects of potential chemical residues on the observed antimicrobial properties can be excluded from the contributing factors by previous X-ray photoelectron spectroscopy (XPS) analysis, which showed no significant acid remnants on the mesoporous surfaces. 13 This was also confirmed by the EDS analysis carried out in this study. In addition, a recent report has concluded that traditional surface roughness parameters are not the only determinants of bacterial adhesion and that the spatial distribution of nanofeatures may also have predictive value. 27 Especially when considering some conflicting reports in the literature, the rational exploitation of nanotopography for controlling bacterial colonization will require the evaluation of additional nanostructured surfaces and a more stringent consideration of the synergistic influence of the multiple physicochemical parameters that characterize surfaces.
There are circumstances where microtextured surfaces (eg, sandblasted or beaded implants) are medically advantageous (eg, to favor implant-bone mechanical interlocking), but these may favor bacterial adhesion. 3 The superimposition of nanotexture on microtextured surfaces could represent a promising strategy to discourage bacterial adhesion on microtopographical surfaces that provide good biomechanical retention. Here it should be pointed out that oxidative nanopatterning is a flexible approach that can directly produce microtopography, with superimposed mesoporosity.
1
Conclusion
Since adhesion is the initial step in the bacterial colonization of surfaces, 28 the capacity to interfere with this activity holds the key to devising antibacterial surfaces capable of preventing the subsequent cascade of biofilm formation. We have demonstrated that oxidative nanopatterning can be applied to titanium to reduce adhesion and/or retention of S. aureus and E. coli, and influence the aggregation capacity and integrity of C. albicans, all three microorganisms responsible for implant-related and hospital-acquired infections. Reduction of bacterial adhesion may possibly involve interference with the production/action of bacterial adhesins 29 or the formation attachment structures, such as fimbriae. 23 Oxidative nanopatterning offers the advantage of being applicable to a variety of medically relevant bulk metals, similarly to electrochemical methods currently used to engender nanoporosities (eg, anodization). 11 The approach can also be readily applied to sputtered titanium thin films 30 applied as coatings on nonmetallic substrates and is especially pertinent to the complex geometries of prosthetic devices used in cardiology, dentistry, and orthopedics. 1 Just like titania nanotubular surfaces, [31] [32] [33] [34] [35] the presence of nanoconfined volumes within the mesoporosity could be exploited to store bioactive agents and antibiotics, and modulate their release over time. 36 Taken together, these characteristics make oxidative nanopatterning a valuable strategy to impart antibacterial properties to metal surfaces found in industry and hospitals, and to prosthetic devices. Because the created nanoporous surface has shown 
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Variola et al beneficial cellular and tissue effects, 11, 12 and as shown here, can inherently control bacterial adhesion, it is particularly promising for medical implants, where the tissue and immune response ultimately determine clinical success.
